[Reference values of platelet aggregometry in healthy subjects.]
In this article, we set forth the average values and reference intervals of platelet aggregation in practically healthy individuals on the AggRAM optical aggregometer. The reference intervals of platelet aggregation activity with 5 µg/ml adenosine-5`-diphosphate and the area under the aggregation curve were 67,4-92,5% and 54,5-85,3; the reference intervals of platelet activity with 10 µg/ml adenosine-5`-diphosphate and the area under the aggregation curve were 76,8-97,2%% and 68,8-90,4. The obtained values of indicators can be used as reference in the clinical diagnostic laboratory of the University Hospital of Semey State Medical University.